It is with this background that renewed interest in polycarbonate membrane for dialysis has occurred. The editors have recently reviewed a series of presentations concerning this membrane and felt that the information presented was of sufficient quality and interest for our readership to warrant publication. As such this issue of our journal is devoted to the proceedings of a meeting that was held in Amsterdam on September 13 and 14, 1985 dealing with the properties of this new dialysis membrane. Comments relating to the presentation have been edited in to provide perspective on the presentations. It is likely that with the release of polycarbonate membranes for routine use in clinical dialysis both in Europe and North America more reports on its performance will be forthcoming in the near future. What we present to you here is a preview of its performance.
